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Executive  Summary 

A technology  assessment  was  conducted  to  assess  the  effectiveness  of  low  level  laser 
therapy  (LLLT)  in  the  treatment  of  chronic  wounds,  specifically  leg  ulcers  and  pressure 
sores.  Seven  databases  were  searched  in  addition  to  relevant  library  sections,  web  sites 
of  practice  guidelines,  regulatory  agencies,  evidence-based  resources  and  other  Health 
Technology  Assessment  related  agency  resources  to  identify  clinical  trials  and  relevant 
clinical  information  from  1999  onwards.  Nine  clinical  trials  were  identified  and  a 
critical  analysis  of  these  trials  was  performed  to  meet  the  objectives.  The  following 
findings  and  conclusions  were  made  as  result  of  this  analysis  and  literature  search: 

• Low  level  laser  therapy  (LLLT)  has  been  used  in  the  treatment  of  wounds.  Issues 
related  to  use  of  the  technology  in  this  application  are  definition  of  standard 
protocols  and  evidence  of  effectiveness. 

• Low  level  lasers  most  commonly  used  for  wound  treatment  are  the  gallium  arsenide 
(GaAs),  gallium  aluminum  arsenide  infrared  semiconductor  (GaAlAs)  and  the 
helium  neon  (HeNe)  devices. 

• Differences  exist  in  the  delivery  of  LLLT.  Variables  include  laser  type  and 
wavelength,  the  use  of  a single  wavelength  or  a combination  of  wavelengths, 
irradiance  or  dosage,  beam  divergence,  spot  size,  frequency  and  duration  of 
treatment,  applicator  placement  (contact  or  non-contact),  and,  for  pulsed  devices, 
pulse  duration  and  duty  cycle. 

• To  date,  neither  Health  Canada  nor  the  US  Food  and  Drug  Administration  have 
approved  low  energy  lasers  for  use  in  wound  healing. 

• Systematic  reviews  of  the  literature  indicate  that  the  efficacy  of  LLLT  in  this 
application  is  not  established  although  it  poses  little  or  no  safety  risk  to  patients. 
There  is  no  good  scientific  evidence  to  support  its  use  and  mounting  evidence  to 
indicate  it  does  not  benefit  wound  healing. 

• Any  local  use  of  LLLT  in  this  application  should  be  limited  to  research,  in  patients 
resistant  to  conventional  therapy. 

• Other,  possibly  more  promising  alternative  therapies,  such  as  electrical  stimulation 
and  ultrasound,  should  be  considered  as  adjunct  therapies  to  conventional  wound 
healing  practices. 
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Introduction 

Research  into  the  role  of  low  level  laser  therapy  (LLLT),  also  known  as  low  intensity 
and  low  power  therapy,  began  in  the  late  1960s  in  Eastern  Europe.  The  earliest 
experimental  application  of  low  power  laser  in  medicine  was  reported  in  1968  by  Endre 
Mester  in  Hungary  who  revealed  that  a ruby  laser  treatment  accelerated  healing  of 
mechanical  wounds  and  burns  in  mice.  Early  laser  reports  were  enthusiastic  and 
anecdotal,  but  offered  no  understanding  of  mechanism.  Since  the  60s'  the  volume  of 
research  into  LLLT  has  grown  substantially  and  has  focused  on  three  areas  to  assess  the 
value  of  LLLT  in  wound  repair:  cellular  function,  animal  studies  and  human  trials. 

A request  for  updated  information  about  the  effectiveness  of  LLLT  in  chronic  wound 
repair  was  given  by  the  CBC  program.  Health  Watch,  in  Halifax  to  the  Alberta  Heritage 
Loundation  for  Medical  Research,  Health  Technology  Assessment  (HTA)  Unit.  This 
information  is  intended  to  summarize  and  update  data  presented  in  a Health 
Technology  Assessment  Report 1 completed  in  October  1999  on  this  same  topic, 
requested  by  the  Capital  Health  Authority.  Since  EDA  approval  has  been  granted  for 
many  LLLT  devices  since  that  time  for  pain  management  and  additional  research  has 
been  conducted  regarding  the  efficacy  of  laser  therapy  for  wound  repair,  another 
review  of  this  technology  is  merited  at  this  time  to  establish  whether  it  could  benefit 
medical  practise  in  Alberta. 

This  technology  assessment  will  focus  on  the  efficacy,  safety  and  effectiveness  of  LLLT 
in  general  terms,  as  supported  by  recent  literature  conducted  between  1999  and  2004. 
Economic  aspects  of  LLLT  for  wound  repair  are  beyond  the  scope  of  this  report.  This 
report  addresses  the  controversy  that  exists  regarding  the  use  of  LLLT  in  clinical 
settings  through  a critical  analysis  of  the  quality  of  available  research  data. 

The  methodology  used  in  this  assessment  is  outlined  in  Appendix  A.  Only  clinical 
studies  were  considered. 
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Description  of  LLLT  technology 

There  are  a number  of  different  types  of  laser  used  for  medical  purposes,  including 
crystalline  laser  medium,  semiconductor  lasers,  liquid  lasers  and  gas  lasers.  The  carbon 
dioxide,  argon,  and  neodymium:yttriumaluminum  garnet  (YAG)  laser  have  found 
many  applications  in  the  surgical  field.  Such  lasers  often  operate  in  the  10  to  100+  mW 
range  with  subsequent  ability  to  vaporize  and  coagulate  tissue. 

LLLT  or  "cold”  lasers  use  radiation  intensities  so  low  that  it  is  thought  that  any 
biological  effects  that  occur  are  due  to  the  direct  effects  of  radiation  rather  than  the 
result  of  heating.  Energies  delivered  are  typically  about  10  joules  per  cm2,  using  lasers 
operating  at  powers  of  50mW  or  less.  LLLT  devices  have  been  advocated  for  relief  of 
pain,  healing  of  soft  tissue  disorders,  and  treatment  of  peripheral  neuropathies  and 
primarily  include  the  gallium-aluminum  (GaAL),  gallium-arsenide  (GaAs), 
gallium-aluminum-arsenide  (GaAlA)  and  helium-neon  (He-Ne)  laser.  The  He-Ne  laser 
was  the  first  laser  available  and  is  reported  to  have  beneficial  effects  in  both  wound 
healing  and  dentistry.  The  He-Ne  laser  has  the  advantage  that  it  emits  red  light,  which 
is  visible  and  therefore  the  blink  reflex  protects  the  eye  from  it.  The  GaAs  and  GaAlAs 
laser  have  been  most  commonly  used  for  the  treatment  of  pain  and  inflammation  and  in 
lower  doses  for  wound  healing  as  they  have  deeper  tissue  penetration  than  the  He-Ne 
laser  2'3.  These  lasers  have  the  disadvantage  that  their  light  is  invisible  and  therefore  eye 
protection  is  required. 

It  is  hypothesised  that  by  exposing  cells  in  a wound  to  the  photon  energy  from  LLLT, 
repair  is  enhanced  by  cellular  proliferation  or  migration  4' 5.  A number  of  mechanisms 
of  LLLT  have  been  postulated  including  ATP  synthesis,  collagen  synthesis,  fibroblast 
proliferation,  phagocytosis  of  macrophages,  activation  of  the  immune  system  and 
acceleration  of  the  inflammatory  phase  of  wound  healing  6. 

Lasers  are  primarily  defined  by  four  main  parameters:  wavelength,  energy,  energy 
density,  and  power  density.  The  following  provides  a brief  description  of  these 
parameters. 

Wavelength 

The  wavelength  of  a laser  is  determined  by  the  medium  from  which  it  is  generated. 
Wavelengths  of  low  power  lasers  in  common  clinical  use  are  632. 8nm  (Helium  Neon, 
gas)  in  the  visible  light  range,  810nm  (Gallium/Aluminium/  Arsenide,  diode)  and  904 
nm  (Gallium  / Arsenide,  diode)  in  the  infrared  region  of  the  light  spectrum.  Other 
wavelengths  are  used  more  commonly  in  surgical  settings.  The  wavelength  is  the 
prime  determinant  of  tissue  penetration. 
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Energy 

Energy  is  a measure  of  the  dose  of  laser  given  in  any  treatment.  Energy,  expressed  as 
Joules,  is  related  to  the  power  of  the  laser  and  the  duration  of  irradiation  so  that  a 
higher  power  laser  takes  less  time  to  generate  the  required  number  of  joules  than  a 
lower  power  laser.  It  is  calculated  from  the  formula: 

E = (P)(t) 

Where: 

E = Energy  (Joules) 

P = Power  (Watts) 
t = Time  of  irradiation  (seconds) 

The  range  of  powers  of  laser  devices  used  varies  from  1.5  to  100  mW. 

Energy  Density 

Doses  for  biostimulation  of  wounds  are  defined  by  the  Energy  Density.  It  is  calculated 
from  the  formula: 

pE -E/A 

where: 

pE  = Energy  Density  (Joules/  cm2) 

E = Energy  (Joules)  - as  defined  above 
A = Area  of  laser  spot  size  (cm2) 

Based  on  empirical  findings,  the  optimal  dose  for  biostimulation  is  regarded  as  4J/cm2. 
However,  a recent  study  suggests  higher  energy  densities  (10.6  or  12  J/  cm2)  are 
required  to  produce  clinical  effect  in  wound  repair  7. 

Power  Density 

Power  Density  is  a measure  of  the  potential  thermal  effect  of  laser.  It  is  fixed  by  the 
characteristics  of  the  machine  for  any  given  power  output  and  spot  size.  It  is  calculated 
from  the  formula: 
pp-P/A 

where: 

pD  - Power  Density  (Watts/  cm2) 

P = Power  (Watts) 

A = Area  of  probe  tip  (cm2) 
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A sensation  of  heat  is  produced  by  a power  density  of  10,000  mW/cm2. 

Despite  similarities  of  dose  and  a convergence  in  laser  choice,  significant  differences 
persist  between  treatment  approaches.  These  differences  include  pulse  rate,  applicator 
placement  (contact  or  non-contact),  and  the  use  of  a single  wavelength  or  a combination 
of  wavelengths.  Also  of  potential  importance  are  the  irradiance  (power/unit  area), 
beam  divergence,  spot  size,  delivery  (fibre  optic,  direct),  polarity,  and  for  pulsed 
devices,  pulse  duration  and  duty  cycle.  Reported  individual  treatment  times  range 
anywhere  from  35  seconds  to  20  minutes.  Any  protocol  development  of  laser  therapy 
should  preferably  include  consideration  of  all  these  parameters  as  well  as  information 
about  site  preparation,  technique  and  number  of  treatments  8> 9. 


Alberta  Heritage  Foundation  for  Medical  Research 
Health  Technology  Assessment 


4 


Regulatory  Considerations 

The  Health  Protection  Branch  in  Canada  and  the  Food  and  Drug  Administration  (FDA) 
in  the  U.S.  were  contacted  about  regulatory  status  for  low  level  lasers  used  for  wound 
healing. 

Health  Canada 

In  Canada,  low  lever  lasers  are  regulated  as  Class  2 or  Class  3(a)  devices  under 
standards  such  as  those  written  by  the  Canadian  Standards  Association  (CSA),  the 
American  National  Standards  Institute  (ANSI)  and  Underwriters  Laboratories  (UL). 
Such  standards  address  laser  safety  in  health  care  facilities,  medical  electrical 
equipment,  and  safety  of  diagnostic  and  therapeutic  laser  equipment.  In  Canada,  lasers 
have  not  been  approved  for  use  in  wound  healing.  Health  Canada  Device  Licensing 
staff  request  a Device  Evaluation  Division  Opinion  before  licensing  a device  for  a novel 
indication  such  as  promoting  wound  healing.  The  Regulations  state  that  clinical  data 
are  required  in  support  of  efficacy  prior  to  licensing.  They  also  define  the  requirements 
for  carrying  out  clinical  trials  in  Canada. 

U.S.  Food  and  Drug  Administration 

In  the  United  States,  medical  lasers  are  classified  as  Class  II  (Special  Controls)  and  must 
have  Section  510(k)  premarket  approval  or  premarket  clearance  from  the  FDA  prior  to 
marketing  for  any  claimed  human  indication,  unless  specifically  exempted  by  the  FDA. 
To  date,  the  FDA  has  not  approved  LLLT  devices  for  wound  healing  but  has  granted 
approval  in  the  past  2 years  (2002-2004)  to  many  low  level  laser  therapy  devices  for  pain 
management  associated  with  carpel  tunnel  syndrome,  chronic  neck  and  shoulder  pain 
and  arthritis  in  humans. 

Although  there  appear  to  be  no  safety  concerns  regarding  low  level  lasers,  there  is  not 
adequate  clinical  information  to  receive  regulatory  approval  from  Health  Canada  or  the 
FDA  as  a therapy  to  accelerate  wound  healing. 


* 
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Evidence  of  Efficacy  and  Effectiveness 
Best  evidence 

Two  systematic  reviews  have  been  performed  in  the  past  5 years,  with  similar  time 
frames,  to  establish  the  effectiveness  of  LLLT  in  wound  repair.  The  Cochrane  Wound 
Group  Trials  Register  performed  a systematic  review  of  randomized  controlled  clinical 
trials  (RCTs)  evaluating  the  benefit  of  LLLT  in  the  treatment  of  venous  leg  ulcers  2' 10' n. 
Wound  care  journals,  conference  proceedings  and  electronic  databases  (including 
Medline  and  Cinahl)  were  searched  up  until  December  1999  for  RCTs  comparing  LLLT 
with  sham  laser,  no  laser,  or  non-coherent  light  of  other  wavelengths.  A total  of  four 
RCTs  of  laser  therapy  pertaining  to  treatment  of  venous  leg  ulcers  were  identified.  Two 
RCTs  compared  laser  therapy  with  sham,  one  with  ultraviolet  light  and  one  with 
non-coherent,  unpolarised  light.  Each  of  the  studies  contained  very  small  numbers  of 
participants  with  group  sizes  varying  between  three  and  23.  Neither  of  the  RCTs 
comparing  laser  with  sham  found  a significant  difference  in  healing  rates. 

Furthermore,  no  difference  between  laser  and  sham  was  observed  when  these  studies 
were  pooled  by  meta-analysis  to  obtain  88  patients  in  total.  The  only  suggestion  of 
therapeutic  benefit  was  shown  in  one  three-armed  RCT  where  a combination  of  laser 
and  infrared  light  led  to  an  improvement  in  the  healing  rates  of  venous  ulcers  2> 6' 10' 11 . 
The  Cochrane  Review  concluded  that  there  is  no  evidence  of  any  benefit  associated 
with  LLLT  on  venous  leg  ulcer  healing  and  that  additional  research  is  required  to 
ascertain  whether  a combination  of  laser  and  infrared  light  may  promote  ulcer 
healing  2>  6>  10'n. 

The  second  systematic  review  was  conducted  in  the  Netherlands  and  published  by 
Lucas  et  al.  for  the  period  1975-1998  12.  This  review  reported  there  are  no  scientific 
arguments  for  the  routine  application  of  LLLT  on  wound  healing  in  patients  with 
venous  leg  ulcers,  pressure  sores  or  chronic  wounds.  This  systematic  review  pointed 
out  that  the  study  quality  of  the  four  included  RCTs  was  poor  and  insufficient  and  that 
the  small  sample  sizes  used  may  lack  the  statistical  power  to  detect  clinically  relevant 
treatment  outcomes  12. 

In  the  literature  search  undertaken  for  the  present  assessment,  a further  nine  primary 
studies  of  LLLT  effectiveness  for  wound  healing  were  identified  and  are  summarized  in 
Table  1 7' 12~19. 
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Table  1:  Studies  of  LLLT  on  open  wounds  (cont’d) 
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These  studies  were  all  conducted  after  1999  and  the  timeframes  employed  in  the 
systematic  reviews  to  determine  whether  recent  research  supports  the  use  of  laser 
therapy  for  wound  repair.  They  include  six  randomized  controlled  trials  (one  of  which 
is  double-blinded)  and  three  uncontrolled  clinical  trials.  Five  of  six  RCTs  reported  no 
benefit  of  laser  therapy  to  conventional  therapy  for  wound  care  in  patients  with 
pressure  ulcers,  venous  leg  ulcers  and  post-surgical  wounds  7' 12' 13' 15> 17.  Of  the  RCTs, 
only  two  had  adequate  sample  size  and  acceptable  design  and  methodology  to  provide 
a good  level  of  scientific  evidence  and  neither  showed  a significant  increase  in  healing 
for  the  laser  therapy  group  13> 14.  Of  these  trials,  only  one  compared  the  use  of  low-level 
laser  to  sham  laser  therapy  to  control  for  a possible  placebo  effect 13. 

The  RCT  conducted  by  Schubert  reported  a benefit  for  low  level  lasers  used  LLLT  in 
combination  with  pulsed  monochromatic  light  had  substantial  design  and 
methodological  flaws  19 . Pulse  frequency  and  treatment  frequency  varied  throughout 
the  course  of  the  study  and  many  confounding  factors  were  uncontrolled  for. 
Treatments  ranged  from  1 to  five  times  per  week,  treatment  duration  was  not  held 
constant  between  groups  and  was  a function  of  ulcer  healing.  Only  favourable  week  4 
results  were  reported  and  no  statistical  analysis  was  performed  beyond  study  week  4 
while  treatment  was  ongoing.  Prognostic  ulcer  characteristics  were  not  reported  on  or 
compared  between  groups  and  an  intent-to-treat  analysis  was  not  performed  despite  an 
unexplained  20%  accrual  rate.  Authors  do  not  provide  a rationale  for  combining 
infrared  and  PML  and  results  can  not  exclude  the  possibility  that  only  one  intervention 
is  efficacious  or  that  the  difference  between  treatment  reflects  a placebo  effect. 

Although  the  Schubert  investigation  had  the  potential  to  provide  a good  level  of 
scientific  evidence  with  an  adequate  sample  size  of  74  patients,  the  lack  of  a comparator 
coupled  with  uncontrolled  variables  and  treatment  parameters  as  well  as  incomplete 
reporting  invalidates  the  results. 

In  the  two  non-controlled  studies  conducted  by  Schindl 18  and  Kawalec  14,  laser  therapy 
was  administered  to  small  sample  sizes  of  20  and  19  patients,  respectively.  In  both 
studies,  ulcers  of  variable  origin  were  refractory  to  prior  ulcer  treatment,  and 
conventional  dressing  therapy  was  maintained  throughout  the  course  of  the  study.  In 
the  Schindl  study,  all  ulcers  healed  following  HeNe  laser  therapy  given  3 times  per 
week  for  a median  of  12  weeks  18.  In  the  Kawalec  study,  39%  ulcers  healed  , average 
wound  size  decreased  9.4%  and  bacterial  count  decreased  45.9%  following  8 weeks  of 
GaAlA  laser  treatment  given  once  every  2 weeks  14.  Because  both  these  studies  were 
not  comparative  and  patients  served  as  their  own  controls  while  continuing 
conventional  wound  care,  the  observed  wound  improvement  could  merely  have  been  a 
result  of  prolonged  conventional  therapy  rather  than  the  laser  treatment  given. 

In  the  prospective,  uncontrolled  study  conducted  in  2001  by  Landau  and  Schattner  16 
involving  100  patients  with  chronic  diabetic  ulcers  refractory  to  14  weeks  prior  ulcer 
treatment,  HeNe  laser  therapy  was  combined  with  topical  hyperbaric  oxygen,  given 
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three  times  per  week  for  an  average  of  3.2  months.  Eight-one  percent  of  ulcers  were 
healed  and  only  4%  of  these  recurred  at  the  18  month  follow  up  visit.  As  with  the 
clinical  series  previously  cited,  results  are  invalidated  due  to  poor  study  design  despite 
adequate  sample  size.  Because  no  active  comparator  or  placebo  control  was  used,  it  is 
impossible  to  ascertain  which  of  the  interventions  are  effective  or  determine  whether 
wound  improvement  is  attributed  to  a placebo  effect  or,  simply,  the  maintenance  of 
continued  conventional  therapy. 

These  recent  studies  indicate  there  is  no  benefit  for  the  use  of  low  level  laser  therapy  on 
wound  healing  in  patients  with  leg  ulcers,  pressure  ulcers  or  other  chronic  wounds. 
They  support  findings  reported  in  earlier  systematic  reviews  and  suggest  other,  more 
promising  alternative  therapies  should  be  considered  as  adjunct  therapies  including 
ultrasound  and  electrical  stimulation.  Additional  research  is  required  to  assess  whether 
treatment  schedule  and  parameters  could  improve  wound  healing  outcomes. 
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Discussion 


Human  effects  ascribed  to  lasers  have  often  been  the  result  of  non-peer  reviewed 
literature,  anecdotal  reports,  uncontrolled  studies,  published  abstracts,  controlled 
studies  in  which  the  study  methodology  has  been  poorly  described,  as  well  as 
controlled  studies  with  contradictory  results.  Well-controlled  studies  demonstrating 
wound  healing  are  few.  These  results  do  not  support  the  use  of  low  intensity  lasers  for 
wound  repair. 

The  most  significant  flaw  in  the  LLLT  literature  is  the  absence  of  standardized 
protocols.  Virtually  all  the  studies,  utilize  significantly  different  study  parameters. 
Such  parameter  differences  include: 

1)  type  of  laser  used  and  thus  wavelength; 

2)  laser  power  delivered  in  milliwatts; 

3)  energy  delivered  to  the  tissues  in  joules/ cm2; 

4)  laser  pulse  frequency  in  hertz; 

5)  laser  pulse  duration  in  milliseconds; 

6)  duration  of  laser  application  in  minutes;  and 

7)  frequency  and  duration  of  treatment. 

Based  on  these  and  other  methodology  flaws,  one  cannot  conclude  that  LLLT  is  an 
effective  therapeutic  modality  for  the  treatment  of  wounds.  Well-controlled  trials  are 
needed  to  determine  whether  this  approach  is  effective,  and,  if  effective,  the  optimal 
patient  populations  and  treatment  schedules.  Future  research  should  include  detailed 
reporting  of  concomitant  therapy  and  patient  characteristics  such  as  ulcer  size,  origin, 
severity,  and  duration,  as  these  can  have  important  effects  on  healing. 
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Basic  Principles  of  Wound  Healing 

Use  of  LLLT  needs  to  be  considered  in  the  context  of  other  standard  approaches  to 
wound  healing. 

Wounds  can  be  acute,  as  in  the  case  of  surgery,  or  chronic.  In  a healthy  individual  with 
no  underlying  factors,  such  as  diabetes  or  venous  disease,  an  acute  wound  should  heal 
within  3 weeks  with  remodelling  occurring  within  the  next  year  or  so.  Chronic  wounds 
are  defined  as  those  which  have  "failed  to  proceed  through  an  orderly  and  timely  process  to 
produce  anatomic  and  functional  integrity , or  proceeded  through  the  repair  process  without 
establishing  a sustained  anatomic  and  functional  result"  20.  The  flowchart  in  Figure  1 
outlines  five  discrete  steps  in  the  wound  healing  process  and  Table  2 provides  a 
framework  for  the  underlying  physiological  stages  that  occur  during  wound  repair. 

'Re-epithelialization'  is  typically  the  stage  where  most  chronic  wounds  stop  in  the 
healing  process  and  what  clinical  practise  must  assist  by  taking  into  account  the 
underlying  causes  and  factors  interfering  with  wound  healing  that  may  be 
multifactorial 20 . 

This  report  has  focused  on  chronic  wounds  including  venous  stasis  ulcers  or  a pressure 
ulcer /sores  because  these  wounds  impose  significant  medical  and  socioeconomic 
burdens  to  health  care.  One  study  involving  acute  post-surgical  wounds  has  been 
included  because  of  its  good  level  of  scientific  evidence. 

Table  2:  Cells  Involved  in  Healing 


Phase  of  Healing 

Days  post  injury 

Cells  involved 

Analogy  to  House  Building 

Hemostasis 

Immediate 

Platelets 

Capping  off  conduits 

Inflammation 

Day  1 -4 

Neutrophils 

Unskilled  laborers  cleaning  up 
site 

Proliferation/Granulation 

Contracture 

Day  4-21 

Macrophages 

Lymphocytes 

Angiocytes 

Neurocytes 

Fibroblasts 

Keratinocytes 

Supervisor  cell 

Specific  laborers  at  site: 

Plumber 

Electrician 

Framers 

Roofers  and  siders 

Remodeling 

Day  21-2  yrs 

Fibrocytes 

Remodellers 

Source  20 
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Figure  1:  Phases  in  wound  healing 


Hemostasis 

• Occurs  within  minutes  of  tissue  injury 

• blood  vessels  constrict  then  relax 

• intrinsic  clotting  cascade  initiated  through  production  of  thrombin 

• hemostasis  and  stable  clotting  of  damaged  vessel  occurs 

• platelets  migrate  to  wound 


Inflammatory  phase 

• lasts  up  to  4 days  post  injury 

• vasodilation/erythema  leaking  neutrophils  into  surrounding  tissue 

• neutrophils  clean  up  tissue  debris 

• triggers  neutrophils  and  macrophage  migration  into  wound 

• macrophage  secrete  chemotactic  and  growth  factors  such  as  fibroblast  growth  factor  (FGF), 
epidermal  growth  factor  (EGF),  transforming  growth  factor  beta  (TGF  and  interleukin-1  (IL-1)  which 
direct  next  stage  of  wound  healing 


Proliferative  phase  (proliferation,  granulation  and  contraction) 

• starts  4 days  post  injury  and  lasts  up  to  3 weeks  in  an  acute  wound 

• replacement  of  dermal  tissues  and  sometimes  subdermal  tissues  in  deeper  wounds 

Simultaneous  events  that  occur  in  this  phase: 

• fibroplasia:  fibroblasts  secrete  collagen  framework 

• angiogenesis:  angiocytes  regenerate  outer  capillary  layers,  endothelial  cells  produce  lining 

• epithelialization:  keratinocytes  differentiate  to  form  protective  outer  layer 

Remodeling  or  Maturation  phase  [Most  chronic  wounds  halt  at  this  stage  of  the 

healing  process] 

• 21  days  to  2 years  post  injury 

• fibrocytes  remodel  dermal  tissues  to  produce  greater  tensile  strength 

• basement  membrane  proteins  reappear  in  a very  ordered  sequence  from  the  margin  of  the  wound 
inward  in  a zipper-like  fashion  closing  the  epidermal  defect.  Chronic  wounds  typically  do  not  make 
it  to  this  stage,  i.e.  granulation  may  occur  but  epithelial  cells  do  not  migrate  over  and  close  the 
wound. 


Conventional  wound  therapy 

The  efficient  management  of  wounds  requires  a multidisciplinary  team  made  up  of 
physicians,  clinical  nurse  practitioners,  dieticians,  social  workers,  occupational  and 
physical  therapists  20.  Conventional  wound  therapy  involves  two  basic  principles  for  all 
chronic  wounds  including  pressure  ulcers,  venous  leg  ulcers  and  diabetic  foot  ulcers;  1) 
identify  and  control  the  underlying  causes,  and  2)  provide  an  environment  for  moist 
interactive  wound  healing  (dressings)  2'21’23.  Compression  therapy  is  considered 
standard  intervention  for  the  care  of  leg  and  foot  ulcers  while  pressure  ulcers  require 
pressure  reduction  or  pressure  relief  for  ulcer  healing  to  occur. 
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The  classification  and  staging  wounds  is  inevitably  the  first  step  for  treating  wounds, 
along  with  identifying  underlying  causes  and  factors  that  may  affect  healing.  Staging  of 
wounds  follows  the  National  Pressure  Ulcer  Advisory  Panel  (NPUAP)  staging  criteria 
in  North  America  (see  Appendix  B). 

In  the  literature,  the  AHCPR  guidelines  are  most  frequently  cited  for  the  care  of 
pressure  sores.  In  these  guidelines,  initial  care  of  the  pressure  ulcer  involves 
debridement,  wound  cleansing,  the  application  of  dressings,  and  possibly  adjunctive 
therapy.  In  some  cases,  operative  repair  is  required.  Appendix  B depicts  the 
procedural  flow,  decision  points,  and  preferred  management  path  for  ulcer  care 
advocated  by  the  AHCPR.  The  four  basic  components  of  the  ulcer  care  plan  are: 

(1)  debridement  of  necrotic  tissue  as  needed  on  initial  and  subsequent  assessments; 

(2)  cleansing  the  wound  initially  and  with  each  dressing  change; 

(3)  prevention,  diagnosis,  and  treatment  of  infection,  and 

(4)  using  a dressing  that  keeps  the  ulcer  bed  continuously  moist  and  the  surrounding 
intact  tissue  dry. 

Electrical  stimulation  is  the  only  alternative  therapy  supported  by  these  guidelines  and 
may  be  considered  for  patients  with  Stage  III  or  IV  pressure  ulcers  that  are  refractory  to 
more  conventional  treatments.  To  date,  electrical  stimulation  has  only  been  used  by  a 
small  number  of  research  centers. 

Current  wound  management  practices  in  Alberta 

In  Alberta,  the  Calgary  Regional  Health  Authority  (CRHA)  follows  the  Canadian 
Association  of  Wound  Care  (CAWC)  recommendations  for  practice  for  the  treatment  of 
venous  ulcers  and  pressure  sores  which  have  developed  clinical  pathways  and  best 
practices  for  wound  healing.  The  pathway  was  designed  by  a multidisciplinary  team 
and  is  meant  as  a guide  for  health  care  professionals  who  treat  patients  with  acute  or 
chronic  wounds.  The  Capital  Health  Authority  (CHA)  developed  a Regional  Wound 
Care  Guideline  for  use  by  health  care  professionals  in  1998  that  was  later  revised  and 
updated  in  2001  24  Like  the  CRHA,  the  CHA  used  a multidisciplinary  team  to  produce 
their  Guideline. 

Both  health  authorities  treat  wounds  using  conventional  therapy.  However,  they  do 
mention  alternative  therapies  in  their  literature.  The  S.W.A.T.  (skin  & wound 
assessment  and  treatment)  Team  of  the  CRHA  uses  the  text  Chronic  Wound  Care  25  as  a 
guide  for  instruction  on  the  use  of  alternative  therapies  in  addition  to  following  the  best 
clinical  practices  of  the  Canadian  Association  of  Wound  Care  for  the  treatment  of 
venous,  diabetic  foot  and  pressure  ulcers  26_28.  These  publications  state  that  clinical 
safety  and  efficacy  of  LLLT  has  not  been  established.  Further  controlled  clinical  studies 
on  large  numbers  of  patients  are  needed  to  confirm  the  clinical  efficacy  of  low  intensity 
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lasers  on  wound  healing.  Low  intensity  laser  therapy  should  only  be  used  as  an  adjunct 
treatment  to  conventional  wound  care. 

The  CHA  mentions  adjunctive  therapies  such  as  HBO,  laser,  ultrasound,  and  electrical 
stimulation.  The  CHA  quotes  the  AHCPR's  clinical  practice  guideline  stating  that  it  is 
the  responsibility  of  users  to  ensure  they  are  using  a modality  with  demonstrated 
efficacy  through  clinical  research,  and  that  the  user  has  the  appropriate  training  to 
apply  that  modality. 
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Recommendations  for  Alberta 

Recent  published  studies  indicate  LLLT  is  not  effective  in  accelerating  the  wound 
healing  process  as  an  adjunctive  treatment  to  conventional  therapy.  At  this  time, 
regional  clinical  practice  should  not  be  modified  to  incorporate  LLLT  in  wound 
management.  LLT  use  in  Alberta  should  be  limited  to  a research  basis  in  patients  with 
chronic  ulcers  resistant  to  conventional  therapy  only. 

If  local  studies  are  to  be  conducted  in  Alberta,  the  following  criteria  should  be  met: 

• Study  design.  Evidence  of  efficacy  should  be  obtained  through  one  or  more  RCTs 
that  are  double-blind,  placebo-controlled  and  preferably  multi-centre  in  design. 

• Protocol  design  and  standardization.  Treatment  parameters  such  as  type  of  laser 
(and  therefore  wavelength),  energy  density,  power  density /irradiance,  applicator 
placement  should  be  constant  between  studies  and  centres  for  multi-centre  studies. 
Treatment  frequency  and  duration  should  also  be  standardized  with  duration  a 
minimum  of  6 weeks  and  up  to  2 years,  in  accordance  with  observed  healing  times 
for  chronic  wounds.  All  treatment  parameters  should  be  well  defined  so  that  each 
centre  participating  in  the  study  has  an  established  protocol. 

• Patient  selection.  Current  scientific  literature  describes  use  of  LLLT  in 
heterogeneous  populations  of  patients  that  do  not  allow  comparisons  between 
groups.  Well  defined  comparators  applied  consistently  in  non-laser  arms  during 
any  RCTs  should  be  undertaken.  Patient  inclusion/ exclusion  criteria  should  control 
ulcer  type,  preferably  ulcer  cause  as  much  as  possible  and  ulcer  severity/ stage  as 
these  factors  have  been  shown  to  significantly  effect  wound  healing.  Sample  size 
should  be  at  least  74  patients  to  have  enough  statistical  power  to  detect  differences 
between  study  treatments  as  reported  by  Lucas  et  al. 12.  Patients  should  be  excluded 
with  peripheral  arterial  disease,  haematologic  abnormalities,  vasculitis,  history  of 
epilepsy,  those  receiving  topical  steroids  around  wound  site,  those  receiving 
anticoagulant  therapy,  those  receiving  drugs  known  to  cause  photo-sensitivity 
reactions  and  these  pose  safety  risks  to  the  patients  or  will  confound  outcome 
measurement. 

• Clinical  outcomes:  Outcomes  should  be  well-defined  and  clinically  meaningful  such 
as  percentage  healed  ulcers  and  total  decrease  in  ulcer  volume.  Follow-up  should  be 
long  enough  to  obtain  these  outcomes  (see  protocol  design  section  above).  Weekly 
healing  rates,  bacterial  counts,  skin  temperature  and  changes  in  epithelialization  or 
granulation  should  not  be  considered  adequate  primary  endpoints. 

Studies  of  this  sort  are  needed  to  better  assess  or  support  the  use  of  LLLT  technology  in 
routine  wound  care.  Similarly,  more  research  is  needed  to  evaluate  other  available 
technologies  including  ultrasound,  electrical  stimulation  and  electromagnetic  therapy  in 
wound  healing  as  their  roles  as  adjuncts  to  other  proven  therapies  remain  unclear. 

t tyA 
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In  conclusion: 

• The  benefits  of  low  level  laser  therapy  for  wound  healing  are  not  established. 
Although  LLLT  appears  safe,  there  is  no  good  scientific  evidence  to  support  its  use 
and  mounting  evidence  to  indicate  it  does  not  benefit  wound  healing. 

• Any  local  use  of  LLLT  in  this  application  should  be  for  research  purposes  only  and 
in  patients  resistant  to  all  other  conventional  therapy. 

• Other,  possibly  more  promising  alternative  therapies  should  be  considered  as 
adjunct  therapies  to  conventional  wound  healing  practices  before  LLLT. 

• In  spite  of  5 years  having  passed  since  the  last  AHFMR  review,  the  findings  are 
unchanged. 
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Appendix  A:  Methodology 

The  literature  search  was  conducted  by  the  AHFMR  Research  Librarian  between  May  5, 
2004  and  June  1,  2004.  Major  electronic  databases  used  include:  The  Cochrane  Library, 
NHS  Centre  for  Reviews  and  Dissemination  (CRD  Databases:  NHS  EED,  HTA,  DARE), 
PubMed,  EMBASE,  CINAHL.  In  addition  relevant  library  collections,  web  sites  of 
practice  guidelines,  regulatory  agencies,  evidence-based  resources  and  other  HTA 
related  agency  resources  (AETMIS,  CCOHTA,  ECRI)  were  searched.  Internet  search 
engines  were  also  used  to  locate  grey  literature. 

Medical  Subject  Headings  (MeSH)  relevant  to  this  topic  are:  Laser  therapy,  low-level; 
Wound  healing;  Decubitus  ulcer;  Diabetic  foot;  Foot  ulcer;  Leg  ulcer;  Skin  care 

Other  keywords  used:  sores,  ulcers,  wounds,  lasers,  biostimulation.  Variations  of 
keywords  were  used  alone  or  in  combinations  in  the  following  electronic  databases  and 
websites. 


Database 

Platform  or  URL 

Search  Terms 

Cochrane  Library: 

Licensed  for  use 

LASERS  single  term  (MeSH) 

Cochrane 

AND 

Collaboration 

wound*  or  ulcer*  or  sore* 

PubMed:  National 

http://www.ncbi.nlm.nih.gov/ 

Lasers  OR  low  level  laser  OR  LLLT  OR 

Library  of  Medicine 

entrez/query.fcgi?holding= 

biostimulation 

icauahslib 

AND 

wound  healing  or  wound  OR  wounds  OR 
ulcer  OR  ulcers  OR  decubitus  ulcer  OR  skin 
disease  OR  bedsores  OR  skin  care  OR 
diabetic  foot  OR  skin  ulcer  OR  skin  OR  leg 
ulcer 
NOT 

Animals  OR  animal 
AND 

Systematic  (sb)  OR  limit  to  Clinical  Trial  OR 
Meta-Analysis  OR  Practice  Guideline  OR 
review 

Limits:  publication  date  from  1998 

NHS  Centre  for 
Reviews  and 
Dissemination  (CRD) 
Databases:  HTA, 
EED,  DARE 

http://nhwcrd.york.ac.uk 

Laser  and  wound  or  sore  or  ulcer 

ECRI’s  HTAIS 

http://www.ecri.org 

Laser  o r lasers 

resources 

AND 

Wound  OR  ulcer  OR  sore 
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Database 

Platform  or  URL 

Search  Terms 

EMBASE 

(1996  to  2004,  Week 
19) 

Licensed  for  use:  OVID 
technologies  interface 

1 exp  laser/ 

2 exp  Wound/ 

3 exp  Ulcer/ 

4 exp  Decubitus/ 

5 exp  diabetic  foot/ 

6 1 and  (2  or  3 or  4 or  5) 

7 limit  6 to  yr=1 998  -2004 

8 low  level. mp. 

9 low  intensity.mp. 

10  low  power.mp. 

11  lllt.mp. 

12  laser$  therap$.mp. 

13  7 and  (8  or  9 or  10  or  1 1 or  12) 
74  hits 

NEOS  (Central  Alberta 
Library  Consortium) 

http:/www.library.ualberta.ca/ 

catalogue 

Laser? 

AND 

Wound?  OR  sore?  OR  ulcer?  OR  skin 

Canadian  Task  Force 
on  Preventative 
Healthcare 

http://www.ctfphc.org/ 

Laser  OR  lasers 

Cabot 

http://cahspr.ca/cabot/ 

Database  not  available 

CINAHL 

(1982  to  April  2004 
Week  5) 

OVID 

1 exp  lasers/ 

2 exp  wound  healing/  OR  exp  pressure 
ulcer/ 

3 exp  skin  ulcer/  OR  exp  foot  ulcer/  OR  exp 
ulcer/  OR 

exp  leg  ulcer. 

4 exp  wound  care/  OR  exp  diabetic  foot/ 

5 exp  Necrosis/ 

6 exp  wounds  and  injuries/ 

7 1 and  (2  or  3 or  4 or  5 or  6) 

8 limit  7 to  yr  = 1998-2004 
= 64  hits 

AETMIS 

http://www.aetmis.gouv.qc.ca 

Laser  OR  lasers  = 0 relevant 

Health  Quality  Council, 
Saskatchewan 

http://www.hqc.sk.ca/ 

Laser  OR  lasers  = 0 relevant 

Institute  for  Clinical 
and  Evaluative 
Sciences  (ICES), 
Ontario 

http://wwwices.on.ca/ 

Laser  OR  lasers  = 0 relevant 

CCOHTA 

http://www.ccohta.ca/ 

publications/pubs_e.asp 

Laser  OR  lasers  - 0 relevant 

CMA  Infobase 

http://wwmdm.ca/cpgsnew/ 

cpgs/index.asp 

Lasers  OR  laser 
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Database 

Platform  or  URL 

Search  Terms 

National  Guideline 
Clearinghouse 

http://www.guideline.gov 

Laser 

AND 

Wound*  OR  sore*  OR  ulcer* 

Health  Canada- 
Medical  Devices  Active 
License  Listing 

http://www.mdall.ca/ 

Device  name:  laser,  lasers,  low  level  laser 

US  Food  and  Drug 
Administraion  (FDA)  - 
Center  for  Devices  and 
Radiological 
Health/CDRH 

http://www.fda.gov/cdrh/ 

Product  codes:  LLP  ILY,  NHN 

Clinical  Trials.gov  (US) 

http://clinicaltrials.gov/ 

Laser  OR  lasers 
AND 

Sore  or  sound  or  ulcer 
= 0 relevant 

Center  Watch  Clinical 
Trials  Listing  Service 

http://www.centerwatch.com/ 

Trial  listing  browsed  - 0 relevant 

World  Wide  Web 
Search  Engines: 

• Google 

• Alltheweb 

www.google.com 

www.alltheweb.com 

Low  level  laser  wound  healing  hta 

Note: 

Truncation : The  * symbol  is  a truncation  character  that  retrieves  possible  suffix  variations  of  the  root  word 
e.g.  surg*  retrieves  surgery,  surgical,  surgeon,  etc.  In  databases  accessed  via  the  OVID  platform  the 
truncation  character  is  $; 

Limits  (where  available):  Searches  were  limited  to  human;  publication  dates:  1999  and  2004. 

Publication  types  and  number  of  studies  found  (Table  1): 


• Randomized  controlled  clinical  trials  6 (1  multicentre) 

• Controlled  clinical  trials  0 

• Non-controlled  clinical  trials  3 

• Prospective  comparative  studies  0 

• Retrospective  studies  0 


Jovell  and  Navarro-Rubio  29  published  a classification  scheme  that  comments  on  quality 
of  evidence  that  a previous  health  technology  assessment  employed  was  used  in  this 
report  for  comparison  purposes  T Assignment  to  categories  is  dependent  on  conditions 
of  scientific  rigour.  This  scheme  forms  the  basis  of  the  classification  of  studies  in  Table  1 
into  the  following  categories: 

Good : Meta-analysis  of  randomized  controlled  trials  (RCTs)  or  from  large 

sample  RCTs; 

Good  to  Fair : Small  sample  RCTs  and  non-randomized  controlled  prospective  trials; 
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Fair : Non-randomized  controlled  retrospective  trials,  cohort  studies  and 

case-control  studies; 

Poor:  Non-controlled  clinical  series  and  various  other  approaches. 

In  this  health  technology  assessment: 

Efficacy  refers  to  the  performance  of  a technology  under  'ideal'  conditions  or  conditions 
of  best  practice;  and 

Effectiveness  refers  to  the  performance  of  a technology  under  'routine'  conditions.  For 
example  when  it  has  become  widely  distributed  in  a health  care  system. 
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Appendix  B:  NPUAP  Staging  Criteria 

In  the  current  literature,  the  National  Pressure  Ulcer  Advisory  Panel  (NPUAP)  staging 
system  from  the  1989  Consensus  Development  Conference  is  cited  more  frequently  than 
others  for  the  staging  of  pressure  sores  30.  This  staging  system  has  been  adopted  by  the 
Agency  for  Health  Care  Policy  and  Research  (AHCPR)  Pressure  Ulcer  Guideline  Panels 
and  is  published  in  both  sets  of  AHCPR  (now  AHRQ)  Pressure  Ulcer  Clinical  Practice 
Guidelines  (1992, 1994).  It  is  described  as  follows: 

Stage  1 

Pressure  ulcer  is  an  observable  pressure-related  alteration  of  intact  skin 
whose  indicators  as  compared  to  an  adjacent  or  opposite  area  on  the 
body  may  include  changes  in  one  or  more  of  the  following:  skin 
temperature  (warmth  or  coolness),  tissue  consistency  (firm  or  boggy  feel), 
and/or  sensation  (pain,  itching). 

The  ulcer  appears  as  a defined  area  of  persistent  redness  in  lightly 
pigmented  skin,  whereas  in  darker  skin  tones,  the  ulcer  may  appear  with 
persistent  red,  blue,  or  purple  hues. 

Stage  2 

Partial  thickness  skin  loss  involving  epidermis,  dermis,  or  both.  The  ulcer 
is  superficial  and  presents  clinically  as  an  abrasion,  blister,  or  shallow 
crater. 

Stage  3 

Full  thickness  skin  loss  involving  damage  to,  or  necrosis  of,  subcutaneous 
tissue  that  may  extend  down  to,  but  not  through,  underlying  fascia.  The 
ulcer  presents  clinically  as  a deep  crater  with  or  without  undermining  of 
adjacent  tissue. 

Stage  4 

Full  thickness  skin  loss  with  extensive  destruction,  tissue  necrosis,  or 
damage  to  muscle,  bone,  or  supporting  structures  (e.g.,  tendon,  joint, 
capsule).  Undermining  and  sinus  tracts  also  may  be  associated  with 
Stage  IV  pressure  ulcers. 
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Appendix  C:  AHCPR  Supported  Clinical  Practice  Guidelines 
for  the  Treatment  of  Pressure  Ulcers 


Source: 31 
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Appendix  D:  Canadian  Association  of  Wound  Care 
Recommendations  for  Practice 

Prevention  & Treatment  of  Venous  Leg  Ulcers  Prevention  & Treatment  of  Venous 

Leg  Ulcers 

1.  A careful  history  is  required  to  determine  the  venous  disease  characteristics  and 
rule  out  other  diagnoses.  It  is  important  to  assess  pain  and  identify  the  systemic 
and  local  factors  that  may  impair  wound  healing. 

2.  Determine  the  cause  of  chronic  venous  insufficiency  (CVI):  abnormal  valves,  DVT 
or  obstruction,  or  calf  muscle  pump  failure. 

3.  The  ankle-brachial  index  is  an  important  test  to  perform  in  all  patients  with 
venous  ulcers. 

4.  Assess  for  infection  and  treat  if  indicated. 

5.  It  is  important  to  communicate  with  the  patient,  the  family,  and  the  caregivers  to 
establish  realistic  expectations  for  healing. 

6.  High  compression  bandaging  should  be  used  in  the  absence  of  arterial  disease  for 
the  management  of  venous  edema. 

7.  Graduated  compression  stockings  must  be  worn  for  the  prevention  of  venous 
edema  and  venous  leg  ulcer  recurrence. 

8.  Intermittent  pneumatic  compression  therapy  can  be  used  as  an  adjunctive  therapy 
in  the  management  of  venous  edema  and  venous  leg  ulcers. 

9.  Rehabilitation  consult  as  indicated  for  to  maximize  activity  and  mobility. 

10.  Optimize  the  local  wound  healing  environment:  debridement,  bacterial  balance 
and  moisture  balance.  Use  biological  agents  when  the  cause  has  been  corrected 
and  healing  does  not  proceed  at  an  expected  rate. 

11.  If  significant  superficial  or  perforator  vein  disease  exists,  surgical  management 
should  be  considered. 

12.  The  presence  or  absence  of  a social  support  system  is  important  for  treatment  and, 
in  the  end,  prevention. 
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Recommendations  for  Practice:  Prevention  & Treatment  of  Diabetic  Foot  Ulcers 

1.  Persons  with  diabetes  (PWD)  must  be  aware  of  the  risks  to  their  feet  associated 
with  diabetes.  Take  a careful  history  to  determine  general  health,  diabetic  control 
and  complications.  PWDs  should  always  remove  their  shoes  and  socks  when 
visiting  a health-care  professional. 

2.  Persons  with  diabetes  (PWD),  caregivers  and  health-care  professionals  should 
recognize  that  loss  of  protective  sensation  (LOPS)  is  the  greatest  risk  factor  for  the 
development  of  plantar  ulcers. 

3.  Classify  persons  with  diabetes  (PWD)  into  a risk  category  to  allow  co-ordination 
of  treatment  and  follow-up.  Recognize  that  adequate  vascular  supply  must  be 
determined  for  healability. 

4.  Provide  pressure  downloading  if  there  is  LOPS. 

5.  Provide  access  to  appropriate  foot-care  teaching  and  professional  care  as  indicated 
by  patient  need  and  by  risk  category. 

6.  Classify  plantar  ulcerations  according  to  a category. 

7.  Provide  an  optimum  wound  environment  (debridement,  moisture  balance, 
infection  control).  If  healability  is  not  established,  moist  interactive  healing  and 
aggressive  debridement  is  not  recommended. 

8.  Assess  and  treat  for  infection  when  indicated. 

9.  Identify  and  modify  patient-related  co-factors. 

10.  Establish  and  empower  a TEAM'  to  work  with  patients  with  diabetes. 

Recommendations  for  Practice:  Prevention  & Treatment  of  Pressure  Ulcers 

1.  Complete  client  history  and  physical  examination  to  determine  general  health  and 
risk  factors  that  may  affect  healing.  Risk  assessment  tools  offer  the  clinician  a 
significant  evaluative  tool  and  should  be  used  and  recorded  at  initial  assessment 
and  subsequent  periodic  examinations. 

2.  Assess  current  sitting  and  recumbent  pressure  management  techniques  and 
devices.  Provide  pressure  reduction  or  relief  as  required. 

3.  Assess  and  control  pain.  Analgesia  should  be  provided  to  control  the  pain  in 
anticipation  of  an  intervention  as  well  as  for  maintaining  control  of  acute 
nonincident  or  chronic  pain. 

4.  Maximize  nutritional  status.  The  level  of  nutrition  should  be  compatible  with  the 
client's  and/or  family's  wishes  and  a Nutritional  Screening/ Assessment  should  be 
completed. 
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5.  Control  moisture  and  incontinence. 

6.  Maximize  activity  and  mobility  and  reduce  or  eliminate  friction  and  shear. 

7.  Assess  and  assist  with  psychosocial  needs.  Ultimately  the  aims  of  therapy  should 
be  to  relieve  suffering  and  provide  as  efficiently  and  efficaciously  as  possible  a 
healed  wound. 

8.  Provide  an  optimal  wound  environment.  Use  clinical  judgement  to  select  a type  of 
moist  wound  dressing  suitable  for  an  ulcer. 

9.  Infection  control:  Assess  bioburden  management,  r/o  or  treat  infection. 

10.  Introduce  adjunctive  modalities  as  required. 

11.  Develop  a multidisciplinary  team  specific  to  the  needs  of  the  client:  Best  practice 
carried  out  by  a dedicated  wound  team  is  the  most  reliable  means  of  providing 
improved  outcomes  in  pressure  ulcer  management. 

12.  Educate  client  and  care  givers  re:  the  prevention  and  treatment  of  pressure  ulcers. 

Sources:  26-28 
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